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SNS Beam in Gap (BIG) & Coherent Tune systems
(1) Meets applicable BPM Acceptance Criteria

(2) Meets AP specifications:

· Tune measurement accuracy:  +/- 0.001

· Tune measurement resolution:  +/- 0.0005

· Averaging required for tune measurement

· BIG range:  0 – 0.1A

· BIG accuracy:  20%

(3) Pulser meets output requirements for both BIG & Tune systems:

· Pulser delivers +/- 7kV output to kicker

· 1MHz burst of 10 pulses (max) repeated at 60Hz (Tune)

· 1MHz burst of 100 pulses (max) repeated at 60Hz (BIG)

· Output polarity changed on turn-by-turn basis

· Selectable plane to kick

· Reconfigurable for quadrupole kick

(4) LabVIEW software for BIG & Tune written
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