First SNS Reflectivity Measurement:
[50 A Ni/ 50 A Ti] * 20 multilayer
(data collection time: 2.5 hours)

—eo— SNS data (shifted for clarity)
IPNS data (same sample,

accelerator power: 250 W) 12 hours)
. —e— SNS data
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